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OL bez uredniho razitka a bez podpisu neni platnY.

Zakaznik: CSOD spol. s r.o.
Na Truhlarce 39/64
180 84 Praha 8
IeO 452 40 043

objednavka CSOD z 9. unora 2007

MeridIo:

Osobni n-dozimetry CSOD s obohacenym uranem a thoriem - 15 ks.

Identifikace metody, dIe ktere byIo overeni provedeno:

Overeni bylo provedeno v souladu s doporucenimi uvedenymi v normach:

ISO 8529-1 Reference neutron radiations - Part 1: Characteristics and method of

production, 2001
ISO 8529-3 Neutron reference radiations - Part 3:- Calibration of area and personal

dosemeters and determination of response as a function of neutron energy
and angle of incidence, 1998

ICRP 74 Annals of the ICRP, Vol. 26, No. 3/4 1996, ICRP Publication 74
Conversion Coefficients for use in Radiological Protection against External
Radiation

ICRU 57 Conversion Coefficients for use in Radiological Protection against External
Radiation, Bethesda, 1 August 1998

ICRP 60 Annals of the ICRP, Vol. 21, No. 1-3 1991, ICRP Publication 60
1990 Recommendations of the International Commission on Radiological
Protection

OL mUie byt dale roz.sirovan pouze v celkowim poetu stran a beze zmen. Zmeny a doplflky
tohoto OL mohou byt prove deny pouze inspektoratem, ktery)e} vystavil.




